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How to Use This Manual

The da Vinci® Surgical System User Manual and the InSite® Vision System User Manual are
intended to be used together to support the da Vinci System. The da Vinci® Surgical System
User Manual is organized to provide you with the steps you need to get things done first, then
provide reference information should you decide to learn more about each task or component.
Chapters 2-5 provide the basic instructions for setting up, using and shutting down the system.
Chapters 6-8 contain detailed reference information about the components, how to clean and

maintain them, and information on how the system intelligence functions. The final sections



contain a glossary, a clinical appendix describing results from clinical trials, and an index. A brief
description of each chapter is provided below.

Front Matter (the chapter you are reading now)

This section contains regulatory and safety information that must be read by every
user of the da Vinci System. Examples include details on general precautions, precautions
specific to procedures, power information, and so on.

Chapter 1, Introduction to the da Vinci System

Chapter 1 provides a basic overview of the system, including high-level information on the
components and a brief description of how the system is used, as well as features and benefits.

Chapter 2, Setting Up the da Vinci System for Surgery

This chapter offers step-by-step instructions for preparing the da Vinci System for surgery. The
task-oriented steps include instructions for orienting and connecting the components with
cabling, and how to power up the system.

Chapter 3, Draping the da Vinci System

Chapter 3 explains how to drape the system, how to connect the camera/endoscope assembly,
and how to calibrate the camera and endoscope.

Chapter 4, Using the da Vinci System During a Procedure

Chapter 4 describes step-by-step use of the da Vinci System during a surgical procedure. Tasks
include setting up the Surgeon’s Console for the comfort of the surgeon; details on using the
Surgical Cart; and instructions on how to use specific instruments. Chapter 4 also contains a
brief discussion on the use of the InSite Vision System.

Chapter 5, Shutting Down the da Vinci System

This chapter explains how to prepare for a shutdown, and explains how to track instrument
usage.

Chapter 6, da Vinci Component Reference

Chapter 6 describes each system component in detail. Use this chapter to get more information
if the basic steps in Chapters 2-5 do not provide enough detail.

Chapter 7, Cleaning and Maintenance

The instructions for recommended care of all parts of the da Vinci System, including the
instruments, are explained in detail. Suggested methods for sterilization are included as well.

Chapter 8, System Intelligence

This reference-oriented chapter contains descriptions of Faults and the Emergency Stop state,
when faults can occur, and how to manage them. A listing of all system icons is provided as well.

Chapter 9, Glossary of Terms



